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NATIONAL FOREWORD 

This Indian Standard (Part 1) which is identical with ISO 12858-1 : 1999 'Optics and optical 
instruments — Ancillary devices for geodetic instruments — Part 1 : Invar levelling staffs' issued by 
the International Organization for Standardization (ISO) was adopted by the Bureau of Indian 
Standards on the recommendations of the Optical and Mathematical Instruments Sectional 
Committee and approval of the Mechanical Engineering Division Council. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker, while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

ISO 12858 consists of the following parts under the general title 'Optics and optical instruments — 
Ancillary devices for geodetic instruments': 

Part 1 invar levelling staffs 
Part 2 Tripods 

The concerned Technical Committee has reviewed the provisions of ISO 9849 referred in this 
standard and has decided that it is acceptable for use in conjunction with this standard. 

Annex A of this part of ISO 12858 is for information only. 
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Indian Standard 

OPTICS AND OPTICAL INSTRUMENTS ~ ANCILLARY 

DEVICES FOR GEODETIC INSTRUMENTS 

PART 1 INVAR LEVELLING STAFFS 



1 Scope 

Th(s part of ISO 12858 specifies tfie most important requirements of Invar levelling staffs used in geodesy and 
industry for precise measurement of heights in combination with either an optical-mechanical level equipped with a 
parallel plate micrometer, or a digital level of comparable precision. 

This part o1 ISO 12858 is not applicable to the detailed design and construction of Invar levelling staffs (e.g. 
materials, handles, fixing points for the struts, fixing of the Invar strip and of the circular level), which may be 
selected by the manufacturer as appropriate. 

2 Normative reference 

The following normative document contains provisions which, through reference in this text, constitute provisions of 
this part of ISO 12858. For dated references, subsequent amendments to, or revisions of, this publication do not 
apply. However, parties to agreements based on this part of ISO 12858 are encouraged to investigate the 
possibility of applying the most recent edition of the normative document indicated below. For undated references, 
the latest edition of the normative document referred to applies. Members of ISO and lEC maintain registers of 
currently valid International Standards. 

ISO 9849, Optics and optical instruments — Geodetic instruments — Vocabulary. 

3 Terms and definitions 

For the purposes of this International Standard, the terms and definitions given in ISO 9849 apply. 

4 Design 

Invar levelling staffs are normally manufactured in nominal lengths of 2 m and 3 m. However, other alternative 
lengths may be adopted. 

The detailed design and construction are left to the manufacturer (see Scope). 

Examples of Invar levelling staffs are shown in annex A. 
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5 Invar scale strip 

The Invar strip carrying the scale shall have a thermal coefficient of expansion (a) for which 

where K is the unit of temperature Kelvin. 

6 Scale and scale numbering 

The Invar scale strip on levelling staffs may be equipped with one or two parallel sets of scales. The scale marks 
shall be sharp, parallel to the baseplate and of equal thickness. The colours of the scale marks and of the scale 
numbering shall be of good contrast, In the case of two parallel sets of scales, they shall be offset (staff constant, 
equal to the difference between the two opposite scale values), the value of which shall be indicated on the staff 
frame or on the Invar scale strip. 

The scale numbering shall be on the staff frame, adjacent to the Invar scale strip. In the case of two parallel sets of 
scales, the scale numbering shall be placed adjacent to the respective scales, on each side of the Invar scale strip. 

Levelling staffs for digital levels shall be equipped with an Invar scale strip bearing a bar-coded pattern (no scale 
numbering necessary). The scale marks shall be sharp, parallel 10 the base, of an appropriate colour and exhibit 
good contrast to ensure accurate reading. 

The admissible deviation of the distance between any two scale marks, when compared to a standard, shall not 
exceed the value determined from the following equation: 



A/ = ±[o,02 + /(2x10-^^)] 



where 

A/ is the admissible deviation, in millimetres, at 20 °C; 

; is the distance, in millimetres, between any two scale marks. 

7 Zero-point error 

The zero-point error of the levelling staff is the difference between the nominal value of the first decimetre (of the 
levelling staff) and its true value. Since the true value cannot be measured, the value obtained using a reference 
standard {the conventional true value) shall be used for the true value. This measurement shall be made parallel to 
the staff length axis and perpendicular to the baseplate, at 20 °C. The zero-point error shall not exceed 0,05 mm. 
Provision for adjusting the zero-point shall be made. 

8 Baseplate 

The baseplate shall have on its lower side a hardened stainless steel plate. The flatness deviation of the plate shall 
not exceed 0,02 mm. The baseplate shall be perpendicular, within + 5', to the staff length axis. 

9 Accessories 

At a suitable position on the staff frame, two foldable handles and fittings for struts shall be provided. 
The alternative use of a centring ring at the baseplate should be possible. 
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10 Circular level 

A circular level having an (usable) indicating range of 15' + 5' shall be fixed to the backside of the levelling staff. 



11 Designation and marking 

The marking shall indicate at least the following data on the backside of the levelling staff; 

— the name or trademark of the manufacturer (or responsible supplier); 

— the individual identification number (serial number). 

The staff may be marked additionally on the backside with the designation as shown below for the example of a 
precision levelling staff of 2 m length: 



Invar levelling staff ISO 12858-1 - 2 



Description 

tnternaHonal Standard number - 
Nominal length (ml 
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Annex A 

(informative) 

Examples of Invar levelling staffs 




Key 

1 Baseplate 

2 Staff frame 

3 Invar scale strip 

4 Scale(s) 

5 Scale numbering 

NOTE Dimensions, scale numbering and scale interval are left to ttie manufacturer's discretion. 



Figure A.I — Examples of Invar levelling staffs 



Bureau of Indian Standards 

BIS is a statutory institution estabiished under the Bureau of Indian Standards Act, 1986 to promote 
Inarmonious development of the activities of standardization, marking and quality certification of goods 
and attending to connected matters in tfie country. 

Copyright 

BIS has the copyright of ail its publications. No part of these publications may be reproduced in any 
form without the prior permission in writing of BiS. This does not preclude the free use, in the course of 
implementing the standard, of necessary details, such as symbols and sizes, type or grade designa- 
tions. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are 
also reviewed periodically; a standard along with amendments is reaffirmed when such review indi- 
cates that no changes are needed; if the review indicates that changes are needed, it is taken up for 
revision. Users of Indian Standards should ascertain that they are in possession of the latest amend- 
ments or edition by referring to the latest issue of 'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc : No. MED 31 (723). 
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